Dissolution testing is a quality control tool used to assess batch-to-batch performance of dosage forms, thereby providing continued assurance of product quality. Analytical methods for the assessment of pharmaceutical product quality must be validated according to regulatory guidelines to ensure that tests are reliable and valid. Agitation rate, mesh pore size, surfactant concentration, and dissolution medium molarity are experimental parameters that may affect nevirapine (NVP) release and were investigated and optimized to ensure that consistent, reliable, and valid results using Apparatus 3 were produced. Agitation rate was investigated to establish an equivalent response to that observed for NVP release using Apparatus 2 at 50 rpm. A reciprocation rate of 5-10 dpm produced dissolution profiles that were similar to those observed using Apparatus 2. An increase in the molarity of the dissolution medium slightly increased the release rate of NVP, and a 50 mM buffer maintained at pH values mimicking gastrointestinal tract (GIT) conditions was selected for all experiments. With the addition of 2% sodium lauryl sulfate (SLS) to the dissolution medium, >80% NVP was released from the tablets over the test period. The NVP release rate increased with an increase in the mesh pore size; however, the extent of release was not affected by this parameter. Dissolution test samples were analyzed using HPLC, and dissolution methods were validated for NVP stability in the dissolution medium, specificity, linearity and range, repeatability, intermediate precision, and accuracy as defined by ICH. The dissolution method used for testing NVP tablets can be regarded as an appropriate tool for the evaluation of sustained-release (SR) NVP formulations and the impact of formulation composition and product quality attributes on drug release.
INTRODUCTION

D
issolution testing is widely used as a quality control tool for testing the performance of solid oral dosage forms. As much as possible, a meaningful dissolution test should be representative of the physiological conditions to which a dosage form will be exposed to have significant value for predicting in vivo behavior (1) . Dissolution testing is the single most important tool for process control and quality assurance of solid oral dosage forms and is used to confirm that product performance is reproducible while meeting all regulatory requirements when product formulation changes are made (1) . Apparatus 1 and 2, which are the most commonly used apparatus for dissolution testing of solid oral dosage forms, have also been applied to the evaluation of sustained-release dosage forms (2) (3) (4) (5) (6) . However, some disadvantages exist when using Apparatus 1 and 2 to assess the dissolution rate of an active pharmaceutical ingredient (API) from modifiedrelease technologies. These apparatus exhibit complex hydrodynamic conditions that are affected by the location of the dosage form in the test vessel, and this may have a significant impact on the dissolution rate of the API (1). Apparatus 1 and 2 are also not suitable for testing dosage forms containing compounds with low aqueous solubility as it is sometimes difficult to maintain sink conditions in such tests (1, 7) . Apparatus 3 has exhibited superior hydrodynamics when compared with Apparatus 1 and 2 and is particularly useful for the analysis of products containing poorly water-soluble drugs, modifiedrelease technologies, and compounds that exhibit pHdependent dissolution characteristics (8) . Because of the advantages that Apparatus 3 exhibits over Apparatus 1 and 2, particularly with respect to relatively easy medium changes, and as nevirapine (NVP) is a sparingly soluble API, a dissolution test method using Apparatus 3 was developed. This method was applied to the dissolution testing of commercially available Viramune XR 100-mg tablets and novel experimental sustained-release (SR) NVP tablets during formulation development and optimization studies.
A Vankel Bio-Dis Apparatus fitted with a model VK 750 (Vankel Industries, NJ, USA) digitally controlled water circulation heater to maintain the temperature of the dissolution medium at 37 ± 0.5 °C was used for the dissolution testing of all batches of tablets manufactured in these studies. A stability-indicating, validated, isocratic reversed-phase HPLC method was used to analyze all dissolution samples. The HPLC system consisted of a SpectraSERIES P100 solvent delivery module, a Model AS100 fixed-loop autosampler (both Thermo Separation products, San Jose, CA, USA), and a Spectra 100 variable wavelength detector (Spectraphysics, San Jose, CA, USA). Separation was achieved using a Phenomenex C 18 column (5 µm, 250 × 4.6 mm), and chromatograms were recorded on a Model SP4290 Integrator (San Jose, CA, USA). A Manesty B3B 16-station rotary press (Manesty, Knowsley, UK) fitted with four 9-mm diameter stainless steel shallow concave punches was used to compress powder blends into tablets.
All chemicals were at least of analytical reagent grade. Viramune XR commercially available NVP extendedrelease tablets were used for the development and validation of the analytical and dissolution method and were kindly donated by Boehringer Ingelheim Pharmaceuticals Ltd. (Ridgefield, CT, USA).
Methodology
Formulation Development and NVP Release
A direct compression method was used to manufacture tablets. The NVP tablet formulations contained either Methocel K4M (Dow Chemical Company, Midland, MI, USA), Carbopol 71GNF (Lubrizol Corporation, Wickliffe, OH, USA), or Eudragit RSPO (Evonik GmbH, Rellinghauser, Germany) or a combination of two of the rate-retarding polymers; spray-dried lactose (SuperTab, DFE Pharma, Goch, Germany); dibasic calcium phosphate (DCP) (Emcompress, JRS Pharma, Patterson, NY, USA); microcrystalline cellulose (Avicel PH102, FMC, Philadelphia, PA, USA); magnesium stearate; and talc. The composition of the tablet formulations that were manufactured during development studies is listed in Table 1 (9) . NVP release from the development batches was assessed using an Apparatus 3 test method developed and validated in-house. The formulation was optimized using a Box-Behnken design, and the dissolution profiles of the optimized formulation and commercially available Viramune XR 100-mg tablets were compared. 2 using a 0.1 M NaOH solution, after which approximately 250 mL of each buffer solution was accurately measured and transferred into outer dissolution vessels (n = 6) prior to the commencement of dissolution testing. The medium pH and dissolution time in each vessel were selected to mimic the expected range that a dosage form would be exposed to following oral administration (1).
Factors Affecting NVP release
Buffer Molarity
The effect of buffer molarity on NVP release was investigated to identify a buffer of suitable strength for use in testing. Buffers of 25, 50, and 75 mM strength were prepared and titrated to pH 1.2, 1.6, 3.4, 6.8, and 7.2, then used to generate release profiles that were subsequently compared using the difference (f 1 ) and similarity (f 2 ) factors (10) to establish the most appropriate molarity for use in subsequent dissolution studies.
Surfactant Use
Since NVP is a poorly water-soluble compound, a 50 mM phosphate buffer test medium of pH 6.8 without and with a surfactant, viz., sodium lauryl sulfate (SLS)
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at concentrations of 0.25%, 0.5%, 1.0% and 2.0%, was evaluated to establish the effect of concentration on the dissolution rate of NVP from test formulations.
Agitation Rate
Most modified-release dosage forms exhibit faster dissolution as agitation rates or speeds are increased. Mild agitation conditions are recommended for dissolution testing to permit the development of test methods that ensure maximum discrimination to detect changes in product performance and to assess the potential impact on dosage form performance following administration. Therefore, as recommended in FIP guidelines (11), it is essential that the appropriate agitation rate or speed of rotation of the basket or paddle, dip rate of the reciprocating cylinder, or flow rate for Apparatus 4 is selected to yield results that exhibit 80% release of an API by the end of the specified test interval. To determine the appropriate agitation rate or number of dips per minute (dpm) to use for dissolution testing using Apparatus 3, dosage form performance was initially assessed using Apparatus 2 (n = 6) with a 50 mM phosphate buffer (pH 6.8) containing 2% SLS at 50 rpm and 37 ± 0.5 °C. Dissolution testing was also undertaken using Apparatus 3 (n = 6) with a 50 mM phosphate buffer (pH 6.8) with 2% SLS at 37 ± 0.5 °C at reciprocation rates of 5, 10, and 15 dpm. The dissolution profiles were compared using the f 1 and f 2 factors to identify a dip rate that resulted in a release profile that closely resembled that generated using the conditions described for USP 2 Apparatus.
Mesh Screen Pore Size
To identify a suitable mesh for use with Apparatus 3, the effect of mesh size on NVP release was also investigated. The smaller mesh screen pore sizes that were evaluated included 20, 40, and 78 mesh, corresponding to 840, 405, and 177 µm, respectively. The resultant dissolution profiles were compared using f 1 and f 2 , and the appropriate mesh size was selected based on visual inspection of the dissolution process, the amount of NVP released during dissolution testing, and the mathematical comparison of dissolution profiles.
Chromatographic Conditions
All sample analyses were performed using a validated isocratic HPLC method. The mobile phase comprised acetonitrile and water (44:56). The mobile phase was filtered through a 0.45-µm HVLP Millipore membrane filter and degassed under vacuum using an Eyela Aspirator A-2S vacuum pump (Rikakikai Co. Ltd, Tokyo, Japan). The UV detector was set at 284 nm, and the flow rate was 1.0 mL/min with an overall run time of approximately 10 min.
Preparation of Working Solutions
Standard stock solutions of NVP (1 mg/mL) were prepared by accurately weighing 20 mg of NVP using a Mettler Model AE163 top-loading analytical balance (Mettler, Zurich, Switzerland) and quantitatively transferring the powder into a 20-mL volumetric flask. Approximately 10 mL of methanol was added, and the solution was sonicated for 10 min using a Branson B12 sonicator (Branson, Danbury, CT, USA). The solution was then brought to volume using mobile phase. Analytical standards were prepared by serial dilution of the stock solution to produce standards of 1, 10, 20, 40, 120, and 240 µg/mL of NVP.
Method Validation and Stability Studies
The analytical method was validated according to ICH and FDA guidelines (12) . Linearity was established using least squares linear regression analysis and establishing the equation for the best-fit line. Precision studies were performed by establishing repeatability (intra-assay precision) and intermediate precision (interday precision). Repeatability was evaluated by determining the %RSD (acceptance limit of ≤2%) of the peak height ratios of the standard solutions used to construct the calibration curve (n = 5) on a single day. Intermediate precision was established by determining the %RSD (acceptance limit of ≤2%) of the peak height ratios of standard solutions (n = 5) used to construct calibration curves on three consecutive days. The accuracy of the method was determined by analyzing three samples representing low (5 µg/mL), medium (100 µg/mL), and high (200 µg/mL) concentrations within the calibration range (n = 5) and calculating the %RSD.
The specificity of the method was established by exposing commercially available SR NVP tablets to 50 mM phosphate buffer (pH 6.8) for 2 h. An amount of NVP equivalent to the strength of a single tablet (100 mg) was transferred into the outer cylinders containing 250 mL of the dissolution medium maintained at 37.0 ± 0.5 °C (n = 3), stirred with a glass rod for 10 min, and then left to stand for a further 2 h. The solutions were stirred for an additional 5 min and then filtered using a 0.45-μm HVLP Millipore nylon filter membrane prior to analysis using a validated RP-HPLC method (13) . The chromatograms from solutions of NVP prepared from powdered tablets were compared with that of a standard solution of NVP to determine if additional peaks were present and if these interfered with the separation of the peaks for NVP and the internal standard.
Stability of Sample Solutions in Dissolution Media
The stability of NVP in 50 mM phosphate buffer covering the pH range that was used in these studies was assessed by exposing 100 mg of pure NVP to dissolution fluid and storing at 37.0 ± 0. 
RESULTS AND DISCUSSION
Concentration of Surfactant
The selection of an appropriate dissolution medium for assessing the dissolution rate of a sparingly soluble API is challenging as it is often difficult to achieve sink conditions (8, 14, 15) . The addition of a small quantity of a surfactant to the dissolution test medium for testing these compounds has been suggested as an appropriate way to better simulate the GIT environment and to achieve sink conditions in vitro (14, 16) . The caveat is that the lowest possible concentration of surfactant to achieve 75-80% API release within a reasonable dissolution test time must be used (17) . As expected, increasing the amount of SLS in the dissolution medium resulted in an increased rate and extent of dissolution of NVP as has been reported for other BCS Class II compounds (14, 15, 17) .
Comparison of the dissolution profiles using f 1 and f 2 reveals that the dissolution profiles for NVP in media with different concentrations of SLS are different (Table  2 ) except for those in media with 1% and 2% SLS (f 1 = 14.7 and f 2 = 54.8, respectively). However, visual inspection of the two profiles reveals that the rate and extent of NVP release was greater in the 2% SLS medium and appears slightly different. Because FDA recommends only the use of f 2 (18), the profiles would be considered similar. However, the value calculated for f 1 suggests that the profiles may be different, and since only six dosage units were tested, testing of an additional six units would be necessary to obtain a conclusive outcome. The dissolution medium containing 2% SLS was selected for further use because the rate and extent of NVP release was greater in it than in all other media and 80% NVP release was achieved over the 24-h test period used in these studies. Although significant foaming with 2% SLS may occur at high agitation rates necessitating the use of anti-foaming agents, there was minimal foaming observed at the low agitation rates used, obviating the need for including an agent such as simethicone. 
Effect of Agitation on Dissolution Rate of NVP
The f 1 and f 2 values calculated following the comparison of dissolution profiles of NVP using Apparatus 3 (test) and Apparatus 2 (reference) reveal that reciprocation rates of 15 dpm resulted in dissolution profiles that were different from those observed using Apparatus 2 operated at 50 rpm (f 1 = 24.5 and f 2 = 42.3), depicted in Figure 1 . At lower reciprocation rates of 5 and 10 dpm, dissolution profiles generated using Apparatus 3 were similar to those generated with Apparatus 2 using a rotation speed of 50 rpm, and the f 1 and f 2 values were 6.2 and 70.8 at 5 dpm and 13.2 and 54.6 at 10 dpm, respectively. These results correlate with previously reported data (14) . Further inspection of the dissolution profiles generated using Apparatus 2 and 3 suggests that f 2 may improve if dissolution testing is performed using dip rates between 5 and 10 dpm. Similar studies undertaken by Rohrs et al. (19) and Klein (20) demonstrated that an agitation rate of 10 dpm using Apparatus 3 resulted in dissolution profiles similar to those observed using Apparatus 2 at 100 rpm. Consequently, a dissolution test using Apparatus 3 was performed at 8 dpm and yielded difference and similarity factors of 2.4 and 88.9, respectively. Therefore, a dip rate of 8 dpm was selected for use in all further NVP dissolution testing. The results also reveal that NVP release from tablets increases with an increase in agitation rate, which has been attributed to a reduction in the stagnant layer surrounding the tablet (14) , increased erosion of tablets (21) , and appropriate drainage of the dissolution medium (22) . Evaluation of the f 1 and f 2 factors reveals differences in the dissolution profiles, and these data are summarized in Table 3 . The data suggest that large differences in agitation rates yield very different dissolution profiles. Experimental parameters must be defined ab initio to ensure that appropriate product development decisions are based on reliable and valid data. 
Impact of Mesh Screen Pore Size
Studies have been undertaken to investigate the effect of mesh size on the rate and extent of drug release from dosage forms using Apparatus 3 (20) . In general, the extent of API release increases with increasing pore size of the top mesh (20) . However, while the release of an API depends on the pore size of the top screen due to the impact on drainage of the dissolution medium from the inner tube, drug release does not appear to be affected by the pore size of the bottom mesh size. Studies on the effect of the bottom mesh screen size did not reveal any differences in the overall percentage drug released as observed in a similar study (21) . In this study, the lack of a difference in drug release was attributed to the use of an agitation rate of 30 dpm. The high agitation rate may have offset the impact of mesh pore size within the first two hours of dissolution testing. In addition, the increased intensity and turbulence within the inner dissolution tube across all dimensions may have increased erosion, fluid drainage, or both. Khamanga and Walker (23) suggested that the hydrodynamics of a system at higher agitation rates results in higher fluid flow velocities that are likely to weaken gel structures that form immediately around a tablet at the commencement of hydration. As the gel layer weakens, the polymeric network structure that retains the integrity of the compact is disrupted slowly, and the layer that ideally acts as the primary retarding region is removed. Consequently, the drug is released more rapidly at higher agitation rates since the surface exposure of the dosage form to the dissolution medium is increased. The results observed in this study may also be attributed to the fact that complete drainage of the dissolution medium from the inner cylinders had occurred, in addition to significant erosion of the tablet regardless of the size of the mesh used.
Analysis of the f 1 (11.5) and f 2 (67.1) values calculated for the comparison of dissolution profiles generated with mesh sizes 20 and 40 revealed that the profiles are similar, whereas NVP release profiles generated using mesh sizes 20 and 78 are different, with f 1 = 32.9 and f 2 = 44.9. The f 1 and f 2 values calculated for the comparison of NVP release with mesh sizes 40 and 78 are 19.2 and 53.7, respectively. Once again, the value for f 2 indicates that there is similarity between the two profiles, whereas the value for f 1 suggests that the profiles are different. While the use of only f 2 is considered in decision making with respect to the similarity of dissolution curves, it has been suggested that both f 1 and f 2 values should be used during formulation development studies to facilitate better decision making (24) . In addition, the testing of an additional six units may also be useful to ensure that a true difference exists.
Ultimately, a mesh of screen size 20 was selected for use in all further dissolution testing because its drainage of the inner vessel is efficient, which is an important aspect to consider when using Apparatus 3.
Effect of Buffer Molarity on Dissolution Rate of NVP
Although the dissolution rate of NVP did not appear to be affected by the molarity of the buffer used, slight differences were observed as an increase in the dissolution rate of NVP up to 8 h when a buffer of high molarity buffer was used (Figure 2 ). The increase in NVP release with increase in buffer molarity in the earlier stages of the test may be attributed to the weakening of the gel layer surrounding the tablets, thereby increasing the surface area for NVP release (25) . However, after 8 h of testing, the molarity of the buffer did not appear to affect the rate of NVP release. This phenomenon was attributed to the degree of agitation and extent of tablet erosion, which may have had a greater impact on NVP release than buffer molarity. 
27
AUGUST 2016
Analysis of the f 1 and f 2 values reveals that the dissolution profiles are similar, but the value for f 2 decreased with an increasing difference in molarity of the medium used. Inspection of the dissolution profiles reveals that this phenomenon may be a result of differences in release rates in the initial phases of the test. When higher agitation rates and buffer molarity are used, a salting-out effect of phosphate ions may result in fewer free water molecules being available to solvate the HPMC polymer chains. As such, intermolecular hydrogen bonding within the gel layer is weakened and easily disrupted (27) . The buffer molarity did not appear to affect the extent of drug release, and a 50 mM buffer was selected for all future experiments. 
Selection of Dissolution Test Parameters
Following evaluation of dissolution test parameters that may have had an effect on the release of NVP from test tablets, a specific set of dissolution conditions was identified (Table 4) and used in the analysis of test formulations manufactured during development studies.
The differences in the dissolution profiles generated following dissolution testing of batches NVP003, NVP006, and NVP030 (Figures 3-5) indicate that the test method is discriminatory. The slow rate of release of NVP from batch NVP003 is attributed to the presence of DCP in the matrices as it is insoluble and has been shown to retard API release from matrix tablets by blocking the diffusion of API from matrices by decreasing polymeric matrix erosion (27, 28) . Consequently, to improve the rate and extent of NVP release, DCP was not included in subsequent formulations. 
AUGUST 2016
Calculation of the f 1 and f 2 values for the dissolution profiles of batch NVP006 and Viramune XR tablets yielded f 1 and f 2 values of 14.1 and 52.1, respectively. Thus, NVP release from batch NVP006 was similar to that observed for the reference tablets. Consequently, the batch NVP006 formulation was selected for further development and optimization studies.
Comparison of the dissolution profiles of NVP release from the optimized formulation (batch NVP030) and Viramune XR yielded f 1 and f 2 values of 7.9 and 69.7, respectively, indicating that the profiles were similar.
Method Validation
The assessment of validation parameters revealed that the method met all recommended criteria; these data are summarized in Table 5 . The chromatograms for NVP did not reveal any interference from tablet excipients at the retention time for NVP, thereby indicating that the method is specific for the analysis of NVP.
Stability of NVP in Dissolution Media
A summary of the percentage recovery for the stability assessment of NVP in dissolution media stored at different temperatures is listed in Table 6 . The stability of NVP in 50 mM phosphate buffers of pH 1.6, 4.7, and 7.2, which represent low, medium, and high values of the pH range, was established using ANOVA and percentage recovery. Results suggest that NVP is stable in 50 mM phosphate buffer of different pH values, indicating that the samples can be stored for up to 48 h in dissolution media at a temperature of 22 °C prior to analysis. 
CONCLUSIONS
A dissolution method was developed for assessing NVP release from commercial and experimental products and subsequently met the validation standards for stability of NVP in dissolution media, specificity, linearity, range, repeatability, intermediate precision, and accuracy as defined in the ICH guidelines. The discriminatory power of the method demonstrated during dosage form development suggests that the method is an appropriate tool to evaluate NVP SR formulations and to establish the impact of formulation composition and product quality attributes on NVP release. Furthermore, the method was applied to the dissolution testing of an optimized generic NVP tablet formulation, and the dissolution profile was similar to that of the reference product, Viramune XR (f 2 = 69.7). The results suggest that the method can be applied to the assessment of NVP release for the quality control of experimental and commercially available dosage forms. Values reported as mean ± SD (n = 5)
